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facilitate its manipulation, it is fastened to a wooden
or iron standard.

An iron standard of the form shown in the figure
is preferable to wood, first, because of its weight, and
second, because it cannot warp out of shape; and the
iron standard with a four-sided base is better than
such a one as is shown in Fig. 37, because with the
latter form there is danger that one leg of the pipette
may be pushed over the edge of the table and the
apparatus fall and be broken.

On account of the different behaviour of wood and
glass toward changes of temperature and atmospheric
moisture, it is advisable to fasten the glass at only
three places by means of metal bands and plaster of
Paris, the capillary tube being allowed to project
from 2 to 3 cm. above the frame.

A short piece of rubber tubing is wired on to the
free end of the capillary. The distance h must be
greater than #, so that it may
be possible to enclose a gas
between two columns of liquid
in the pipette.

2. The Simple Absorption Pip-
ette for Solid and Liquid
Reagents

The only difference between
this and the simple pipette is
that in place of the bulb b there
is inserted the cylindrical part
C (Fig. 32), which can be filled
with solid substances through the neck i.
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